Polymeric wheat endosperm proteins, especially the high-molecular-weight glutenin subunits (HMW-GS), are probably the most interesting protein fraction giving the essential information about the bread-making quality of wheat flour.
are correlated with bread-making quality [4] , for instance, 5+10 depict good quality and 2+12, 4+12 subunits are connected with lack of dough strength. Hou et al. [5] confirmed that a positive correlation exists between HMW-GS content and rheological properties of wheat dough, whereas different scientists emphasize significant influence of HMW-GS quantity in prediction of dough or gluten strength [6, 7] . MacRitchie [8] also showed that the glutenin:gliadin (Glu:Gli) ratio shows considerable influence on dough and pan bread loaf quality.
Electrophoresis and liquid chromatography are techniques that have been commonly applied for cereal proteins separation [9] . The most common electrophoretic methods for examination of cereal proteins is sodium-dodecyl-sulfate polyacrylamide gel electrophoresis (SDS-PAGE). However, this form has several disadvantages. For instance, SDS-PAGE is time-consuming and includes a number of necessary manual steps, such as staining, destaining, imaging, analyzing [10] . Quantification can also be difficult [11] and one of the used chemical is acrylamide, a potential neurotoxin.
The new, promising, fast electrophoretic technique for protein examinations is a microfluidic or Lab-on-a-Chip (LoaC) method, which allows the integration of electrophoretic separation, staining, destaining, and fluorescence detection into a single process which can be combined with data analysis. This new technique is comparable to time consuming SDS-PAGE stained with standard Coomassie in sensitivity, sizing accuracy and reproducibility [12] . However, the sizing accuracy of SDS-PAGE and chipbased analysis depend on the protein characteristics and may therefore vary for particular proteins. Some proteins may not migrate according to their molecular weight [12] . In general, the sizing reproducibility of the LoaC method is excellent, commonly achieving a sizing reproducibility of 5% or better [13] . In addition to sizing, the chip-based assay provides means for absolute protein quantitation based on user-defined standards with known protein concentration or relative protein quantification based on internal standards [12] . Absolute quantitation can be obtained by using a calibration curve generated with the same protein. A protein calibration feature in the software of the chipbased analysis system automatically generates a protein calibration curve to determine the absolute concentration of actual samples within the same chip. Absolute protein concentrations as well as protein purity and size are determined in a single experiment [12] . Relative protein concentrations are determined using a one-point calibration, comparing the peak area of the protein of interest with the peak area of the upper marker, which is used as an internal standard in each sample, with known protein concentrations [12] . Internal standard based quantitation is used for correction of different injection efficiencies due to varying salt concentrations and permits determination of the relative concentration independently of the sample matrix. The relative concentration depends on the staining efficiency and can vary from protein to protein [12] . Each of the commonly used total protein quantitation assay methods, such as the Lowry or Bradford assays, as well as the SDS-PAGE method, which allows the quantitation of individual proteins within a sample, exhibit some degree of variation in staining efficiency when assaying different proteins. The quantitation accuracy and reproducibility of the chip-based bovine serum albumin protein analysis are comparable to that achieved with the batch-based Lowry and Bradford assays, and better than the ones achieved by using SDS-PAGE [12] . Reproducibility of the relative quantitation of different proteins in a model mixture with LoaC method, expressed as relative standard deviation (coefficient of variation, C.V.) was below 30% [13] . Agilent specifies an area reproducibility of 20% (C.V.) relative to the upper marker. There is some area variability between instruments and chip runs due to either slightly different optical setups or differences in electrokinetic sample injection, and the average area reproducibility for an individual instrument is 15.1%. Therefore, area differences between instruments or individual chip runs are accounted for and do not affect protein quantitation [14] . However, all these findings are basically determined on model systems and they are still by no means confirmed in a real matrix.
Several authors used LoaC method for identification and quantification HMW-GS in different wheat varieties [15] [16] [17] [18] , whereas Baláz et al. [19] confirmed that influence of environmental conditions on quantity of wheat protein subunits could be monitored using this method. Aditionally, Baláz et al. [20] showed that this technique allows good separation and quantification of wheat albumins and globulins, whereas for segregation of wheat gliadin it was not adequate. Chanvrier et al. [21] followed the polymerization of protein of wheat gluten under processing such as extrusion, while Maforimbo et al. [22] studied the interaction of glutenin subunits and soy proteins by LoaC method. Furthermore, molecular weight and concentration of different compounds which are involved in biochemical processes such as nicotinamide adenine dinucleotide phosphate NAD(P)+ isolated from pea, soybean, and wheat proteins [23] and Kunitz trypsin inhibitor in soybean varieties [24] can be determined by the LoaC method.
This aim of this work was to explore the possibilities of application of this novel method for analysis of glutenin subunits, especially HMW-GS, isolated from a Serbian common wheat variety Arija. Results of the chip-based protein sizing analysis were provided, as well as the concentrations of the glutenin subunits within Arija wheat variety flour sample (in ppm), obtained using a one-point calibration. Wheat flour samples were subjected to two different extraction procedures, and relative quantitation results were compared. The first multi-step extraction procedure, which was applied in order to remove albumin, globulin and gliadin protein, was compared to one-step extraction procedure removing only gliadin proteins. Special interest was directed to determination of the overall reproducibility of relative quantitation of glutenin subunits on this microchip platform in order to emphasize the steps that might bring uncertainties and affect reproducibility of obtained results, such as the individual chip influence, an extract solution addition step, or a buffer addition step. The reproducibility of sizing and relative quantitation of glutenin subunits on microchip were evaluated by examining six replicates of each sample on three different chips. The limit of detection (LOD) and the limit of quantitation (LOQ) were obtained for a signal-to-noise ratio (S/N) of 3 and 10, respectively.
EXPERIMENTAL
The investigated sample of Arija wheat vairety with HMW-GS subunits in pairs 7+8, 5+10 and 2+12, kindly supplied by NS SEME Novi Sad, Serbia, was milled by MLU 202 mill Bühler (Switzerland) to 60% flour yield. Three samples, each about 30 mg, were taken for protein analysis ( Figure 1 ). In order to remove albumin, globulin and gliadin proteins, two obtained flour samples (I-1and I-2 in Figure 1 ) were subjected to three consecutive extraction processes, with three different solvents: deionized water, 2% salt solution and 70% ethanol solution. Each time a volume of 300 μl of the solvent was mixed with the flour sample on a vortex mixer for 10 s, and after 24 h extraction period at room temperature, centrifuged for 20 min at 14500 r/min. Third flour sample (Sample II in Figure 1 ) was extracted only with 70% ethanol solution to remove gliadin proteins. The full range of glutenin subunits was then extracted with an extract solution (2% SDS solution containing 5% β-mercaptoethanol). A volume of 350 μl of the extract solution was added and subsequently heated for 5 min to 100 °C. Glutenin subunits of the first and the third samples were extracted with the same SDS solution (Sol-1 in Figure 1 ), whereas for the second sample the new portion of SDS solution was prepared and used (Sol-2 in Figure 1) . A final solution to be applied on Agilent LabChips was prepared by mixing a volume of 4 μl of the clarified sample extract with 2 μl of Agilent sample buffer and 84 μl of deionized water. In order to rule out the influence of the buffer addition step on the overall reproducibility, for sample I-1 the same procedure was applied in triplicate, and three final glutenin subunits extract solutions, labeled I-1a, I-1b, I-1c ( Figure 1 ) were formed. The last two final samples, labeled I-2 and II ( Figure 1) were obtained from the flour samples 2 and 3, respectively. Three Agilent LabChips were used for the analysis. The sample I-1a was applied to four of the 10 sample wells on the same Agilent LabChip, and on two other chips, while the other four samples (I-1b, I-1c, I-2 and II) were applied on all three chips (Figure 1 ). Extracted glutenin subunits as described above were analysed using an Agilent 2100 Bioanalyzer (Agilent Technologies, Santa Clara, CA) in combination with the Protein 230 Plus LabChip kit and the dedicated Protein 230 software assay on 2100 expert software. Each sample contained internal standard comprising of upper marker of 240 kDa and lower marker of 4.5 kDa (originated from the buffer). Each chip included a ladder comprising of reference proteins of 15, 26, 46, 63, 95 and 150 kDa, plus the upper and the lower markers (240 and 4.5 kDa), against which electrophoretic mobilities were compared for each analysis. The relative concentration of glutenin subunits were determined using a one-point calibration to the upper marker (60 ng/μl) included in each sample and calculated in ppm using measured flour weight of each flour sample and volume used for their extraction (350 μl).
RESULTS AND DISCUSSION
Protein sizing with the chip-based protein analysis system was performed by running the protein sizing standard on each chip from a designated well. Following the analysis of this sizing standard, the software generated a standard curve of the measured migration time versus the known molecular weight of each standard protein which was used to determine the size of each of the proteins detected within the sample [12] . Internal standards, the lower and upper marker, were included in each sample.
The results of the sizing analysis, the sizing accuracy and reproducibility of the chip-based protein assay, based on six replicated runs on three different chips, are presented in Table 1 . The molecular weights are shown in kDa.
Good resolution of the glutenin subunits bands in a molecular weight range from 14.0 to 220 kDa was achieved when the chips and protein isolate samples, obtained after the multi-step extraction procedure were prepared according to the suggested protocol. The average sizing reproducibility (relative standard deviation or the coefficient of variation) was 1.32%; Baláz et al. [19] gained relative standard deviation of wheat protein peaks in the range from 0.15 (peak 14.1 kDa) to 4.89% (220.1 kDa). Six protein bands corresponding to HMW-GS were in a molecular weight range from 100 to 220 kDa which is in accordance with findings Marchetti-Deschmann et al. [18] and Baláz et al. [19] . The results reported by Baláz et al. [19] who used the same methodology were also used as the base for identification of HMW-GS. They occupy the top third of the patterns on the gel-like image, above black line, showing the analysis of the protein sample ( Figure 2 ). The lanes 1 and 2 show multi-step extractions, lane 3 represents the one-step extraction, whereas lane 4 depicts the pattern of molecular weight standards (Figure 2 ). It is obvious that color intensity of protein bands in lane 3 (one-step extraction) is higher than in lane 1 and 2 (multi-step extractions). Also, these six protein bands are labeled on electropherograms ( Figure 3 ) with their mean sizes of molecular weight (kDa). The red line and blue line depict electropherograms of the multi-step extractions, whereas the green line represents the electropherogram of the one-step extraction with ethanol. Areas of the peaks of identified glutenin subunits and upper marker under the green electropherogram are higher than areas of the peaks of identified glutenin subunits and upper marker of the red and blue line presented electropherograms. The differences among electropherograms are effect of applied multi-step and one-step extractions and confirmed the working hypotheses that using of different extractions will influence on quantity of examined glutenin subunits. Literature values of the sizing reproducibility (relative standard deviation) of the chip-based protein assay for the inter and intra-chip comparison of wheat proteins of three single wheat varieties were not higher than 2.2% [18] compared with relative standard deviation of various glycosylated proteins in the range from 1.6 to 3.9% [25] . GS, Average C.V.
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HMW-GS, Average C.V. Relative concentrations of the glutenin subunits within the investigated samples, determined using the one-point calibration, which was based on a comparison of the peak area of the protein of interest to the peak area of the upper marker with known protein concentration, are given in Table 2 (sample I-1a) and Table 3 (samples I-1b, I-1c, I-2 and II). Protein concentrations corresponding to the resolved protein bands ( Figure 2 ) were recalculated and expressed in ppm in the flour samples.
Sample I-1a was applied four times on a single Agilent LabChip in order to determine the wheat flour glutenin subunits quantitation reproducibility on the same chip. The mean concentration values ± standard deviations (SD) of the resolved proteins signed by their molecular weights are shown in Table 2 . Reproducibility of the relative quantitation of the glutenin subunits, analyzed on the same chip and expressed as relative standard deviation (coefficient of variation, C.V.) was below 8% (average value for all protein bends in Table 2 ). Also, HMW-GS quantitation reproducibility was at the same level. Additionally, the sample I-1a was applied on two other Agilent LabChips in order to investigate if individual chip runs affected on the chip-based protein assay quantitation reproducibility (Table 2, column 3) . Although, the average C.V. value for all protein bands was about 8%, HMW--GS quantitation reproducibility was worse and was 12.9%. However, in intra-chip examinations 10 of 17 glutenin proteins showed higher values of reproducibility of the relative quantitation than in inter-chip examinations. The reason for this might be the fact that samples from different wells of the same chip show slight difference in distinguishing of examined proteins and in this study the samples in inter-chip were always put in the same well position of different chip, whereas in intra-chip they were put in different wells, resulting in slightly different values of the peaks area of examined glutenin subunits and consequently in differences in their quantity. The obtained results confirmed that application of different chips in the analysis of the same sample slightly impaired HMW--GS quantitation reproducibility, which is in agreement with the results of Marchetti-Deschmann et al. [15] . The paired t-test (paired two sample for means, Table 2 . Glutenin subunits chip-based quantitation analysis results of Arija wheat variety flour sample I-1a ( Figure 1) In order to investigate the influence of the buffer addition step, protein quantitation results of samples I-1b and I-1c, shown in Table 3 , were compared to I1a sample protein quantitation results. Results of paired t-test are given in Table 4 . For both pairs, I-1a; I-1b, and I-1a; I-1c, paired t-tests confirmed that there was no statistical difference between HMW-GS concentrations results (p(T≤t) values were 0.68 and 0.42, respectively), although there were some more substantial differences between the results when all glutenin subunits were concerned (p(T≤t) values were 0.22 and 0.08, respectively). Quantitation reproducibility for samples I-1b and 1-1c was within ranges determined previously (Table 2) .
In order to investigate influence of the extract solution addition step, protein quantitation results of sample I-2, shown in Table 3 , were compared to I-1a sample protein quantitation results. Results of the paired t-test, given in Table 4 , indicate that there was no statistical difference between two samples' results for HMW-GS concentrations (p(T≤t) = 0.60). Consequently, this investigation ruled out influence of the extract solution addition and the buffer addition steps of the applied method on HMW-GS quantitative analysis results. The multi-step extraction procedure, which had been applied in order to remove albumin, globulin and gliadin proteins prior to glutenin subunits analysis, was compared to one-step extraction procedure removing only gliadin proteins (sample II, shown in Table 3 ). Results given in Table 4 indicate that there was statistically significant difference between HMW-GS quantitation results of multi-step and one-step extraction procedures applied prior to glutenin subunits extraction step (p(T≤t) = 0.005, T = -4.68, t-critical two tailed = 2.57). Concentrations of HMW-GS determined in the isolate that has been obtained by one-step extraction procedure (Sample II, in Table 3 ) were 11.5% higher than the HMW-GS concentrations determined in sample I-1a, obtained by multi-step extraction procedure. However, statistically significant difference was not confirmed when concentrations of all glutenin subunits were concerned. The ratio of HMW-GS to LMW-GS was 19% and that is lower than the ratios of 23 Western-Siberian wheat varieties from study conducted by Baláz et al. [20] .
CONCLUSION
Multi-step and single step extraction procedures were used to extract glutenins from the Serbian common wheat variety, Arija. Good resolution of the glutenin subunits bands in molecular weight range from 14.0 to 220 kDa was achieved by the chip-based protein analysis system. Six protein bands corresponding to HMW-GS were in molecular weight range from 120 to 220 kDa. The reproducibility of HMW-GS sizing and quantitation were good, with the average coefficient of variation values of 1.2 and 12.2%, respectively. The ratio of HMW-GS to LMW-GS was about 20%. The investigation ruled out influences of the extract solution addition and the buffer addition steps of the applied method, as well as the individual chip influence on GS and HMW-GS quantitation results. However, statistically significant difference between HMW-GS quantitation results of multi-step and one-step extraction procedures applied prior to glutenin subunits extraction step was confirmed. Concentrations of HMW-GS determined in the isolate that had been obtained by one-step extraction procedure were 11.5% higher than the HMW-GS concentrations determined in the sample, obtained by multi-step extraction procedure.
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